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A Thirty-Port Smoking Machine for Continuous 
Smoke Generation* 

by F. 7 . Sdtultz and J. R. IVogrrer 

LariUard Research Center, Greensboro , North Carolina, U.S.A. 




: INTRODUCTION _ ^• • 

During recent years, there has been a steadily growing 
interest among biomedical research scientists in study¬ 
ing the effects of inhaled cigarette smoke on small 
animals. One of the serious handicaps faced in these 
studies has been the.lack of availability of apparatus 
necessary to perform inhalation experiments involving 
large numbers of animals. A major item required in 
any such experiment is a machine capable of producing 
cigarette smoke in a well defined and consistent 
manner. In an effort to alleviate this problem, the 
Council for Tobacco Research U.S.A. (CTR) undertook 
a program to solicit smoking machine designs from 
many sources and to evaluate the performance of the 
machines submitted for testing/ 

It became apparent during these tests that none of 
the machines then known to exist would meet the 
criteria considered necessary for the intended appli¬ 
cation. Some of the more important criteria were: 

1. The machine should smoke cigarettes according to 
the standard analytical smoking parameters of a puff 
volume of 35 cm 3 taken during a time of 2 seconds 
duration once each minute. 

2. The smoke should be delivered to the test animals 
with a minimum delay in order to prevent diemical 
or physical property changes due to aging. 

3. A reliable means for providing a known amount 
of air dilution should be provided. 

7 4. Methods of conveniently monitoring the performance 

I, of the machine with respect to the smoking para- 
meters and convenient methods for collecting smoke 
samples for analysis must be incorporated in the 
design. 


* U.s. Patent No. 3, 757. 174. 
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5> The design should provide the capability of ex- -. 

posing large numbers of animals simufianeously. . '* 

> t; . • ■'V'ijfcugat*:. 

One direct result of this CTR program wan the ./^ 
development of the Walton-Morrissey Smoking Ma- 
chine (i, 2). This machine utilizes the reverse puffing 
technique and can puff one, two or three cigarettes 
simultaneously into a chamber which will accommodate 
the exposure of 12 mice or hamsters at one time. 

We were in the process of designing a smoking machine 

at the time that the CTR evaluation program was 

going on. Wc were therefore in the fortunate position 

of being able to gain considerable insight into the 

various problems and successes encountered in those j'. 

tests and to take them into account in the design of 

our machine. Since (here was, and apparently still 

is, little agreement among researchers on the best 

way to restrain animals during inhalation experiments, 

wc decided to devote our principal efforts to the .‘/V/,. 

design of an apparatus for the production of smoke 

under closely controlled and well defined conditions, • . 

and only secondarily to animal holder sysLcms. 

Two general methods of puffing a cigarette are possible. 

The most common is to draw smoke from the ciga¬ 
rette by application of a vacuum to the bull end. 

The other, known as reverse smoking, is to force air 
through the lighted cigarette by applying an elevated 
pressure lo the burning end. The delivery of smoke, 
to animals using the first method would require col¬ 
lecting the smoke drawn from the cigarette and then 
transferring it to the animal exposure device or placing 
the animals under reduced pressure during puffing. 

The disadvantages of this system with icspcct to the 
time lapse involved and the lunching and transfer 
of a labile aerosol are. obvious. We chose reverse 
smoking as the preferable method of smoke generation ^ ; ‘ yir/’ 

because the smoke could be routed directly lo the 
animal holder from the cigarette butt with a minimum 
of manipulation tod lost time. . j ’. 
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Flfluro I* Overall view dJ Ilia amoklnjj machine. 
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APPARATUS 

Having made this basic commitment to the method 
of smoking, we designed the apparatus pictured in 
Figure i and shown diagrammatically in Figure 2. 
The operational sequence can best be followed by 
referring to Figure z. The puff chamber to the right 
moves over the cigarette and seals against the ciga¬ 
rette holder* Simultaneously, a calibrated amount of 
air is admitted to the puff chamber and the central 
shuttle valve moves to the right to make a seal against 
the cigarette holder at the butt of the cigarette. The 
resulting puff profile (Fig. 3), as 1 measured in the puff 
diamber, is sharply squared on the leading and trailing 
'edges, and is modified during the course of the puff; 
by the burning characteristics of the individual ciga¬ 
rette. During the two-second period while air is being 
forced through the cigarette and the smoke is being 
routed out through the shuttlfe valve channel, llic left 
hand cigarette holder carrousel is being rotated to 
align the second cigarette with the shuttle valve and 
the left puff dumber. At the end of a two-second 
puff of the first cigarette, the left puff chamber 
moves in and seals over the second cigarette, the 
shuttle valve moves left and seals over the butt open¬ 
ing, puff air pressure is supplied, and the right puff 
chamber retracts. During the two-second puff on the * 
second cigarette, the right carrousel moves cigarette 
number three into position and at the-end of the puff 1 -: 
~~dn~cfgnrette number two the above cycle is repeated. 

Each carrousel holds 15 cigarettes which are puffed 


54 /;/-;•—, 

7* * • v ’.' 





121 . 


PuM chamber 


alternately for two seconds each, providing one puff 
per minute on each cigarette, thus resulting in a 
constant stream of smoke being emitted from the 
shuttle valve outlet. - 

The details of how these functions arc made to occur 
in the proper sequence and at the proper time .are 
beyond the scope of this paper but they arc pro¬ 
grammed by cam opera ted switc hes and air valves 
in an earlier model and by digitall electronics in the 
model reported hcie. 

The machine is equipped with automatic: cigarette 
loading, lighting, and butt ejecting mechanisms. The 
automatic lighter (located within the puff diamber) 
lights each cigarette during the first puff cycle and 
then turns off until the next group is leaded. The ciga¬ 
rette butts are ejected after a preset number of puffs 
have been taken on cadi cigarette. 

Since the two-second puff time is preset, the only 
variables that need to be calibrated to conform to the 
standard smoking procedures arc the puff air volume 
and the diluting air flow. The 35 ml puff generated 
is the result of two components; the gases generated 
by the burning cigarette and the air forced through 
the cigarette. It is therefore necessary to calibrate this 
puff on the basis of output smoke rather than input 
air. This is dbne by the following procedure. 

The machine is loaded with thirty cigarettes and 
the smoking cycle is begun. The continuous stream of 
"diluted smoke from the “machine'is delivered into a 


Figure 3. Puff profile., 
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sealed plastic bag contained in a large airtight con¬ 
tainer. The air displaced from the container may then 
be measured with a bubble ftaw meter during each 
successive puff on the cigarettes. The average of the 
eight to ten puff volumes may then be calculated. If- 
the puff volume is not 35 cm 3 per two-second puff 
± 0.1 (1050 cm 3 per minute ± 3 cm 3 ), the appropriate 
adjustment is made to the puff air flow control and 
the above procedure is repeated. 

Since the air flow through the cigarette during a 
puff is a function of the pressure drop across the ciga¬ 
rette, it is necessary to use cigarettes of a relatively 
uniform pressure drop in order to maintain the 
calibrated delivery of smoke. It should be noted that 
the above calibration gives an average 35 ml per 
puff delivery over the smoking of the whole cigarette 
lo whatever butt length was used in the initial calibra¬ 
tion. Each individual puff may not be 35 ml because 
the early puffs are. taken through a higher pressure 
drop than the later ones and are therefore somewhat 
smaller in smoke volume delivered. 

It is well known that the pressure drop of a cigarette 
measured before lighting is somewhat less than after 
it has been lighted and a coal has been established; 
however, we have found that a relatively firm rela¬ 
tionship between the two values does exist. This : 
makes it possible lo estimate the puff air pressure 
which will be required for proper puff volume by 
knowing the unlighted cigarette pressure drop. This 
estimate can be used in initially setting up the machine 
for a particular cigarette sample prior to the actual 
puff volume calibration. This calibration then needs 
to be repeated only when a change is made to cigarettes 
of significantly different pressure drop. 

Figure 1 shows the machine's front panel where the 
operating controls arc located. The air pressure gauges 
and associated control knobs on the right hand panel 
(Figure 4) are used lo obtain the proper puff volume 
and air dilution ratio. • — * ■ ’* — — 

The four top toggle switches and the four programm¬ 
able counters in the center panel (Figure 5) control 
the furiOtiofi'of aff automatic Switching valve - "located- 
at the exit port of the shuttle valve. This switching 
valve routes the smoke from the shuttle valve outlet 


to any or all of the four animal exposure chambers, 
in sequence, for the number of seconds indicated on 
the respective counters. The top toggle switches are 
used to select which exposure chambers should receive 
-smoke. The white toggle switch below the counters 
can be set in cither the A-jnodc or B-mode position. 

*■ When in A-modc position* the sum of the times from 
the activated counters may not be more than .60 se¬ 
conds. This insures (hat smoke from cadv puff of the 
cigarette will go to each, animal holder. That is, cadi 
animal holder will gel smoke from the first puff of 
the cigarettes during its first exposure, from the 
second puff of the cigarettes during its second ex¬ 
posure, etc. If the sum of the times is less than 60 
seconds, the smoke generated during (he remaining 
time of each puff cycle will be vented out through the 
central column and exhausted by a fan incorporated 
within it. The black toggle switch at the lower left 
of the center panel operates this exhaust fan. 

When the white toggle switch is in the B position, 
any combination of exposure limes up to 99 seconds 
each may be set into the counters and the respective 
exposure chambers will receive smoke for the selected 
number of seconds in turn. It should he noted, 
however, that if the total of the times selected exceed 
60 seconds, not all chambers will' receive smoke from 
the same puff of the cigarette. This may or may not 
be important depending jipom the.dcsign of the animal-,., 
experiment being carried out. 

In addition to directing the flow of smoke among 
the various exposure chambers according to the 
selected schedule, the switching valve also directs 
breathing air to the chambers between smoke ex¬ 
posures. This air supply begins immediately when the 
smoke to a particular chamber is stopped and is - 
supplied at the same flow rale as the smoke had been 
previously. 

Adjustments within the valve itself allow live resc* * 
archer to select different degrees "of smoke dilution 
for each chamber if he so desires. The available range 
of smoke concentrations is from 5% smoke to 20% 
’"smoke and is set by means of individual 1 needle valve - 

adjustments. _____ 

The left hand panel contains the controls used to 
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s **id «3iul slop (lit* in.uliiiuy lo ilctrrimim lilt* i 
;^|P^of cig.uetlrs to hMiuditd, ami (lie umnhrr «»i 
In .be f.mokrd Jon ^twill * igarrl1 p; Tin* lighted 

wf. O'fe panel shows the itirirnt Maltis uf ., 
machine; lli.it is, the" number of cigarettes remain- 


clif*it.il l<ij;!r ciii nits. The electrical components responv*^ 
iMc for c.uii function .ire loc.Mct! on printed circuir^f 



has ils own switch on the back of iho machine 
that each can be operated separately in I fie lest 
thus making it easy to isolate/i source of trouble. 

A similar arrangement is provided for all pneumaticyj? 3 ?^$ 


lighting cigarettes, puffing, or ejecting butts. A warn- 
1 ; ing light, also in this display, will appear if there is 
- a malfunction of the machine.'. 

%Thc push-button switches to the left side of the left 
. hand control panel arc the start, stop and reset swit- 
*«■ If it is necessary to stop the machine for any 
: reason while it is in operation, this can be done by 

" Simply pressing the stop switch. Two options are then ; v?“ grouped _ 

« va il^hlc for restarting the machine. Pressing the start y gr- function are included in a plug-in module, analogous^ 
^ve^^^^rswitch will restart the operations from, where ever* in ^ T to an electronic circuit board, so that il can be quickly 11 
J the sequence they were slopped or if one desires to ^removed and replaced if trouble develops, vyithin 
5tart over from the beginning, this is accomplished Arrangements have been made with_JanJ^instruments 

inufaetdrer fjjr Td iiiakd the* marliine described hcrc^ 
l a simpler, less sophist icaled model available 
rommcfCiaJIyr' Any inquiries regarantg* availabuity 
The round selector switch in the renter of the left J'cJ* should he directed to this mnnufacUir 


functions through appropriate lest circuits also located 
on the back panel. The components which control^.^^^;^ 
the various pneumatically activated functions arc < J^^^Jo 
ped r.o that the components responsible for cachjjj|g^j^4 




i" 1 frr P'0W«r "to 'all of'the electrical circuits of the’machine ; 1« order lo establish that the smoke produced by this - ^ 

. but does not start any of the operations. The single • ' reverse smoking technique is equivalent to that produced J|| 

cycle mode setting will, after pressing the start switch, from the same cigarettes by the vacuum puffing method, 

allow the machine to operate through one complete a number-of chemical parameters were measured on the^gg 
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t. AppnrnliiS, undiltitod r.rnoko 

CG2 


2. Apparatus, diluted smoko 

00 

3. Total smoko 

20 050 


X: 


Loss of DBP in apparatus : 4.3 % (undiluted) 

Loss of DBP in apparatus.: .45 Vo (10 Vo smoke) 

The loss of DBP represents the loss of particulate matter. 


ruinations were performed on a group of carefully 
selected lRz cigarettes. A group of cigarettes was 
selected by weight (within ± 10 mg of the mean weight) 
and by pressure drop (within ± 5 mm of the mean 
pressure drop) after having been conditioned for 
24 hours at 75 0 F and 60V 0 relative humidity. This 
group was then divided into two groups, one for 
smoking on the standard Phipps and Bird analytical 
smoker and one for smoking on the 30-port reverse 
smoking machine. Ninety cigarettes were smoked on 
the latter machine and the condensate collected on 
20 previously weighed Cambridge filter pads positioned 
around a 20-port manifold. The other group (zoo ciga¬ 
rettes) was smoked according to the standard Federal 
Trade Commission (FTC) procedure on the Phipps and 
Bird 20-port machine. The analyses for tar, nicotine,, 
and water were carried out according to the FTC 
methods (Table 1). 

Deposition within the apparatus was assessed by 
smoking cigarettes containing 38S0 ± 466 |tg 4,4- 
dichlorobenzophenone (DBP) and comparing the amount 
extracted from the apparatus to that retained on the 
filter pad. The analytical procedures involved have been 
reported previously (4). The data in Tablte 2 represents 
two determinations, one conducted with whole smoke 
alone and one in which the smoke was immediately 
diluted to 10 Ve concentration with air. A dramatic 
decrease in deposition, as measured by this method, 

takes place when the smoke is diluted. * . . ^ ; _ 

The determination of several fixed gases was carried 
out using iRz cigarettes in the machine reported here 
and compared to th e *results' produced* *by a single port 
syringe type smoking machine. Thirty 1R1 cigarettes 
were smoked eight puffs each on the reverse puff 


in.uliiht* Using .1 iliIntiiMi i.ilii* of 1/ juris .iii to pin* 
|miI Mnokty giving a total volume of fl.| lilrrrs. I hr 
total gasrs gciirratrir Wi*n* »ollrttri! in a *1 nllar* (poly- 
vinyl fluoride*) bag after passing through a 142 mm di.i- 
uiHrr Cambridge filler pad to leruovc the particulalc 
matter. Samples of the contained gar* were then 
introduced into tlic* gas sampling loop of a gas chromato¬ 
graph and analyzed for carbon munoxide, carbon 
dioxide, oxygen, nitrogen, and methane (5). 

The results arc presented in Tabid 3 along with the 
results obtained similarly from iRt cigarettes smoked 
8 puffs on a single port syringe type smoker similar 
in operation to the tmiltipotl Thipps and Bird analytical 
smoking machine. 

In a separate experiment, gas was collected from the 
exhaust manifold of the Phipps and Bird analytical 
smoking machine and analyzed for carbon monoxide 
and carbon dioxide. Since the degree of dilution due 
to dead volume within the apparatus was unknown, 
the percentages or absolute yield per cigarette of these 
gases could not be calculated from the analysis; how¬ 
ever, the ratio of CO/CO.* was determined to be 
0:492 ± 0.003. A similar determination made using 
gas phase generated by the 30-port reverse smoking 
machine described above gave a CO/COj ratio of 
0.475 - 0.002. 

Miknmt ct al. (6) have reported data indicating that 
the CO/CO2 ratio is a rather sensitive indicator of puff 
volume. They determined ibis ratio to be 0.50 for the 
standard 35 crrvVa-second puff regime. 

The values for 4.1 Vo by volume CO and 8.6Vo CO* 
determined from the gas samplte from the reverse 
smoker agree well with those for 1R1 cigarettes reported 
by Citcrin (7). His analysis gave 4.5 Vo CO and 8.4 Vo 
CO* 

A number of polycyclic hydrocarbons were analyzed 
in smoke condensate generated by the 30-port reverse 
smoker for comparison with similar data obtained on 
tar from a vacuum type machine (Borgwaldt Model M 9). 
The condensates collected for these analyses were 
collected in cold traps at dry ice temperature and were 
. subsequently dried by codistillation of the waiter with_ 
acetone at 40 0 C under vacuum. The data in Table .4 
is expressed in terms of gas chromatographic peak < 
area units. These units can he converted to weight units 
by application of the appropriate response factors, but 
this was not done since the purpose of the anal ysis*W}S~ 


Table 3. Fixed gases from 1 HI cigarettes. 


Machine 

1 No. of 


Milligrams por cigarutto^ ! 



" •^4“' 'yp* I 

| puffs 

CO I 

CO. -I 

Or 

| Nt 

1 

CH. 

J : 30-Port 

•" :;’ v .i;4. reverse 
• 4 . smoker 

a,o 

J3.91 t J4 

45.24 ± 0.73 

44 . 19 ' ± 0.8 

' ?M 31 ± 

V* :.4 5 . 

0.82 

1.08 ± 0.03 

Syringe _ 

type 

. smoker 

* 8.0 

16.50 ± .40 

46.19 ± 4.04 

44.93 ± 1.17 

221.25 ± 

3.27. 

1.03 ± 0:10 • 


• Reptlcatr determination, ± one standard deviation. Oata not corrected tor thermal conductivity response factors. " . V ' 
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Compound 

Unita per gram conrliuvmlb 
corructuci to 100 Vo rm;ovmy 

30-Port 

loverse smoker 

Borpwnldt 

smukur 

Benzanthracene 

198 

1G6 

Chryseno 

297 

307 

Benzonoranthrenes 

81.S 

82.0 

Bcnzo(e)pyreno 

39.6 

38,3 

Benzo(a)pyreno 

59,4 

. 5-1.8 

Indole 

466 • 10 1 

492 * 10> 

3-Methylindole . — ■ 

- - 352 ‘ 10^ 

— 333- 10 J 

3-Ethylindole 

95 • 10 1 

93 • 10* 

Carbazole 

35 • 10* 

25 • 10* 


lubln 5. Ccjinp.irinon o/ gas ptuiau Imm two type* oI 
ftinokJii'j imn.lihu*n. 125 


Compound 

3U-Por( 

reverse smoker 

Single port 
syringe smoker 

Ir.oprcnc 

3533* 

332T 

Acetaldetiydc 

1814 

1937 

Acetone 

2407 

2258 

Acrolein 

443 

567 

2 -Methylfuran 

301 

402 

Benzeno 

710 

740 

Ethanol 

5C4 ■ 

im 

Toluene .. 

1124 

1210 


• All data oro given In arbitrary unils representing areas under 
chromatographic peak*. 


only to compare the composition of I he condensates 
from the two types of smoking machines. In each case, 
radiocarbon labeled benzo(a)pyrene was added lo allow 
the calculation of the percent recovery of bcnzo(a)- 
pyrene in the analysis. All of the polycyclic aromatic 
compounds reported have been corrected by the factor 
determined for benzo(a) pyrene recovery. The indole 
type compounds have not been corrected for recovery 
and are reported directly as,measured. 

Gas chromatographic analysis of some of the con^* 
densable gas phase components of smoke from tRi 
cigarettes smoked on the 30-port reverse smoker and 
on a single port syringe type smoker was carried out 
by the method reported by Spears et al. (8). The results 
in Table 5 indicate that the gas phase compositions with 
respect to those materials analyzed was not significantly 
different between the two types of smoking machines. 


11 CONCLUSIONS 


electronics as is the detection of faults in the system* 
Analysis of the smoke produced indicates that it is no! 
chemically different from the smoke delivered by other 
types of apparatus. . t4 ‘ 

ZUS AMM EN FA 5 SUNG 



Die Erfahrungett aus cincr kiirziich duichgcfiihrlcn I 5 c- 
wcilunt; von IvnuchmarrlVinen wuidcn bcim F.nlwurf 
cincr hodientwirkeltcfi: auloinatir/rhcn Ramhmaschinc 
angewanclti. Untcr 15 enutzung firs IDnickven aurhens 
wird cin kondnuierlichcr odcr intermit I Scrcnricr Rauch* 
slrom erzeugt, auf gcwuhllc IConzcnIMtioncn vcrdunnl 
und vcrschicrlcnen Apparahircn zugclcitet. A He Funk* 
tionen cinschlieGIich dcr Aufdctkung von filorungcn 
werden vollsiandig durch Digitalblcklronik konlrollierl. 
Die Untcrsuihung des erzeugten Ranches zoigle, dafi 
dicscr sich diemisch von dem Raudi andercr Maschincn- 
lypen nicht unierscheidel. 


, The above data show that, within the expected analytical 
error of the methods involved in the various measure- 
ments, the smoke produced by the two different types 
. of smoking is not chemically different. Because of the 
• —. ability of the smoking machine described here to 
—1,, generate a continuous stream of smoke at one or 
several preset dilution ratios and because of the various 
ana , c *ut°roatic.functions,incorporated,, one machine of this 
.. type could be used to support an animal inhalation 
. experiment using as many ns 2000—5000 mice, depending 
upon the exposure regime chosen. 



T" SUMMARY 


RESUME 

Lcs donnees d'une etude rcccntc de differences machines 
h flutter ont cle appliquees dans la conception d'une 
nouvelle machine a fumer automalique Ires perfcction- 
nec. En utilisant tin mecanisme de bouffre invcrsce, un 
fiux de fumee coniimi ir Ou interTaiUC.Ot i'Sl jgencrc, diJue 
a des concentrations proalablemenl publics, ct dirige 
vers un appareil A expositions multiples. Tonics lcs 
fonclions son! completcmrnt ronliolcrs par touches 
olcctioniqucs, ninsi que la detection des erreiirs dans It* 

. system?. j/analysc de la fumee prmluiln niontrequYlIc 
n'est (liiiniqunnent par. differente do la fumee produitc .;,*■/$- 
- par d'autres machines. * ■■ ■ 


—-Experience gained from a recent evaluation of smoking ~ 
* machines has been applied in the design of a sophist- 
j~ z lea ted automatic smoking machine. Utilizing a reverse 
puff mechanism, a continuous or intermittent smoke 
e stream is generated, diluted to selected concentration 
levels and channelled lo multiple exposure apparatus. 
-Alb-functions—are - completely controlled by digital- 

• j* .. 
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